[Study of physical-mechanic characteristics of prosthetic construction after their adjustment with the use of laser welding and hot metal adding].
Study of physical-mechanic characteristics of connecting joints of beam construction after laser welding and hot metal adding was performed. Increase of microhardness of joints as well as small reduction of bending strength of prosthetic constructions was established.